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Abstract
We present the current status of our project of developing a photon counting detector for medical imaging.
An example motivation lays in producing a monitoring and dosimetry device for boron neutron capture
therapy, currently not commercially available.
Our approach combines in-house developed detectors based on cadmium telluride or thick silicon with
readout chip technology developed for particle physics experiments at CERN.
Here we describe the manufacturing process of our sensors as well as the processing steps for the assembly
of first prototypes. The prototypes use currently the PSI46digV2.1-r readout chip. The accompanying
readout electronics chain that was used for first measurements will also be discussed. Finally we present
an advanced algorithm developed by us for image reconstruction using such photon counting detectors with
focus on boron neutron capture therapy.
This work is conducted within a consortium of Finnish research groups from Helsinki Institute of Physics,
Aalto University, Lappeenranta-Lahti University of Technology LUT and Radiation and Nuclear Safety
Authority (STUK) under the RADDESS program of Academy of Finland.
Keywords: Solid state detectors, X-ray detectors, Gamma detectors, Neutron detectors, Instrumentation
for hadron therapy, Medical-image reconstruction methods and algorithms.
1. Introduction
Next generation detection systems operating in
multispectral mode have the potential to improve
diagnostic capabilities in medical imaging substan-
tially in terms of efficiency, image quality and lower
patient dose (see e.g.[1, 2]). Our approach utilizes
direct conversion radiation detectors operating in
Photon Counting (PC) mode. Our strategy is to
use several sensor materials including thick silicon,
high-Z semiconductor materials (CdTe/CdZnTe)
and silicon enhanced by scintillator (SiS) material
∗Corresponding author
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together with pixel Read-Out Chips (ROC) run-
ning in PC mode. Due to our involvement in high
energy physics, in particular in the CMS Tracker
at CERN, we have access to existing solutions of
ROCs that are capable of working in the PC mode.
The main focus lies on the utilization of CdTe.
Due to its high quantum efficiency (high Z) it
outperforms silicon in terms of photon radiation
absorption. The band gap of 1.44 keV is large
enough to allow operation at room temperatures
without significant thermal noise, but small enough
to achieve good energy resolution [3, 4]. However,
CdTe crystals are, at present times, difficult to grow
and are only available in small form-factors contain-
ing a variety of defects. Therefore, we apply a thor-
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Figure 1: Visualization of one ALD cycle to produce thin Al2O3 films on CdTe.
ough quality assurance that enables us to choose the
best crystals for detector fabrication.
After manufacturing first successful prototypes
for the proof-of-concept, we are now focusing on
the processing of the CdTe crystals and thick Si
wafers at Micronova Nanofabrication Centre in Es-
poo, Finland. Processed sensors will then be flip-
chip bonded with the ROCs, which is a critical step
in the detector production. Due to the intrinsic ma-
terial properties of CdTe, bump bonding has to be
done at lower temperatures of <150 ◦C compared
to silicon sensors, thus usual standard materials
cannot be used. A feasible approach is to employ
bumps made of Indium that allow bonding at low
temperatures.
In addition to detector development, other cru-
cial tasks related to this project are: the evolu-
tion from single module to detector arrays and its
electronic readout; the advanced data analysis and
image reconstruction; and prototype validation to
guarantee repeatability and long term stability.
2. Detector manufacturing
We use detector grade cadmium telluride crystals
with (111) orientation from Acrorad Ltd. in sizes of
10× 10× 1 mm3. The resistivity is above 109 Ωcm.
The detector is of Schottky type with a design
that is currently matched to the layout of the
PSI46digV2.1-r ROC. The ROC has 4160 pixels or-
ganized in 52 columns and 80 rows with an active
area of 8 × 7.6 mm2. The individual pixel size is
150× 100µm2.
The entire processing of the CdTe crystals, de-
scribed in detail in [5], is done in Micronova, the
Centre for Micro and Nanotechnology in Finland.
The processing starts with depositing a thin layer
of Al2O3 as field insulation to the bare crystal via
atomic layer deposition (ALD) method. ALD con-
sists of cycles of self-terminating gas-solid reactions
that allow the growth of accurate thin films on sub-
strates. An illustration of one cycle for the growth
of Al2O3 is shown in Figure 1. The growth takes
place in a Beneq TFS-500 reactor at rather low tem-
peratures of 120◦ C. First, a pulse of trimethylalu-
minium (Al(CH3)3) as metal precursor is injected
followed by a purging pulse of N2. Next, a H2O
pulse is injected, again followed by a N2 purge. This
cycle is repeated until the desired layer thickness –
here around 90 nm – is achieved.
As next steps alignment marks of titanium-
tungsten (TiW) and opening contacts to the pas-
sivation layer via wet chemical etching are formed.
Contact metallization of TiW and gold (Au) is sput-
tered and finalized via lift-off process. The backside
of the pixel sensor is processed similar to the front
side with sputtered TiW as contacts. This results
in a single electrode design on the backside with lo-
cal openings to the CdTe. Finally, the front side is
refined with electro-less Ni growth and Au metal-
lization as under bump metallization (UBM).
The patterned structure on the backside is based
on ideas of Kramberger and Contarato [7]. It is
expected that such electrode design restricts the
weighting fields of the electrodes and thus should
improve the charge collection efficiency and energy
resolution of the detector.
3. Quality assurance of the raw material
It is well known that growing detector grade
CdTe crystals is very challenging. Currently, maxi-
mally 2 inch ingots are available and even those not
in entirely mono-crystalline form. They also show a
variety of crystallographic defects such as grain and
twin boundaries, fractures, tellurium inclusions of
different forms. All those affect the detector per-
formance substantially.
Therefore, a thorough quality assurance is done
before starting the processing of the raw material.
We use a commercially available infra-red (IR) spec-
trometer that we modified into a scanning IR imag-
ing device. As CdTe crystals are transparent for IR
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Figure 2: (2a) Example IR images from a scanned CdTe crystal showing tellurium inclusions, (2b) size distribution of tellurium
inclusions of scanned CdTe crystals.
light, we are able to scan the whole crystal for de-
fects [8]. Tellurium inclusions are not transparent
to IR light, thus we can identify those down to sizes
of a few µm, close to the diffraction limit. An ex-
ample excerpt of an IR image of one CdTe crystal is
shown in Figure 2a. As outcome we receive detailed
3D distributions and maps of tellurium inclusions
and can classify those according to shape and size.
Example histograms showing the size distributions
of tellurium inclusions of three CdTe crystals are
shown in Figure 2b.
Currently, we study in collaboration with the
Ruđer Bošković Institute (RBI) how the tellurium
inclusions affect the local charge collection effi-
ciency (CCE) [9, 10]. After thorough IR scanning
of the bare crystals, simple Schottky type diode
structures were produced at Micronova. The CdTe
diodes were then studied in detail using scanning
micro proton beam (IBIC) and scanning transient
current technique (TCT) at RBI. In case of IBIC,
protons of 10MeV are injected locally into the CdTe
diode. Most charge is produced at about 40µm be-
low the surface (Bragg peak). The resulting signal
of the biased diode is measured with charge sensi-
tive data acquisition (DAQ). The investigation is
currently ongoing to proof and quantify the direct
correlation of defects seen in the IR imaging and the
CCE drop in the IBIC and TCT measurements.
4. Readout electronics
The readout chip (ROC) used was developed by
the Paul Scherrer Institute (PSI) for the CMS phase
1 pixel detector [11, 12]. It is a radiation hard
(>25 kGy) CMOS ASIC fabricated in 250 nm tech-
nology by IBM. The ROC is photon counting capa-
ble with pre-amplification, shaping and digitisation
stage for each pixel. The signal pulse hight is con-
verted via an 8-bit ADC. The charge threshold lies
around 1.5 ke− with a resolution of approximately
120 e−. The ROC wafers used were populated with
Indium bumps, suitable for low temperature flip
chip bonding as needed for CdTe based sensors.
A microscopic image of part of the PSI46digV2.1-
r ROC with Indium bumps on the contact pads is
shown in Figure 3a. A ready, bump bonded detec-
tor is shown in Figure 3b.
The detector prototypes are wire bonded to a
front end card connected to the Detector Test
Board (DTB) that was developed by PSI for testing
the ROCs of the PSI46 type family. The DTB fea-
tures an Altera FPGA and can be interfaced with
a PC via USB2.0 or Gigabit Ethernet connection.
In parallel of testing the existing PSI46 ROC
infrastructure we started working on hardware to
utilize the soon to be available RD53a ROC. This
ROC is designed and constructed within the CERN
RD53 collaboration for the phase 2 upgrade of the
tracking detectors for the CMS and ATLAS exper-
iment at the Large Hadron Collider [13]. In Fig-
ure 4, a rendering of the high density interconnect
(HDI) is shown that we design to host up to four
hybrid detectors based on the RD53 design. The
HDI is fitted with individual communication and
data lines for each ROC and includes separate high
voltage biasing for the detectors. The communica-
tion line to a FPGA board will be connected via
FMC-DisplayPort adapter. In the elevated view in
Figure 4, possible supplemental cover frames are
shown, that can be stacked on top of the HDI, e.g.
for transport protection.
3
(a) (b)
Figure 3: (3a) Microscopic image of part of the PSI46digV2.1-r readout chip with Indium bumps on the contact pads, (3b) a
manufactured prototype detector.
5. Test results
Preliminary results of the irradiation of our pro-
totype are shown in Figure 5. The detector was bi-
ased with -250V from the backside with a Keithley
picoammeter/voltage source 6487 via high voltage
filter. A current of 10µA was measured. As cal-
ibration sources we used 241Am, 133Ba and 137Cs.
The recorded spectra are shown in Figure 5a. The
characteristic gamma-ray peak of 241Am at 59.5 keV
and the X- and gamma-ray peaks of 133Ba at 31 keV
and 81 keV respectively, were used for energy cal-
ibration show in Figure 5b. As the activity of
our 137Cs source was rather low and the detector
is currently not completely optimized, we still get
a suboptimal energy resolution (27% @ 59.5 keV
of 241Am). Thus, gaining high statistics and re-
solving the characteristic 662 keV gamma-ray peak
of the 137Cs source, was not possible. Figure 5c
shows the reconstructed pixel cluster size versus the
recorded photon energies.
The peak in the 137Cs spectrum close to 300 keV,
clearly visible in Figure 5a, refers to the satura-
Figure 4: The design of the high density interconnect for
hosting up to 4 detectors based on the RD53a ROC design.
tion limit in the readout electronics of single pixels.
This saturation limit will not allow for the direct
measurement of the full charge of higher energetic
gamma-rays within one pixel. However, we believe
that after fine tuning the ROC and taking into ac-
count charge-sharing over neighbouring pixels by
clusterization, we will be able to resolve high ener-
getic gamma-rays up to 600 keV. This would be the
energy range of interest for an application within
BNCT (see section 6 below). However, in future
we plan to utilize a readout solution with higher
dynamic range to avoid saturation effects.
6. Application for BNCT including novel al-
gorithms for image processing
A possible application of our planned detector
array is within the boron neutron capture therapy
(BNCT). This is a binary therapy using an epi-
thermal neutron beam (Eneutron ≈ 10 keV) and is
currently targeted at inoperable malignant cancers,
in particularly within the head and neck region [14].
For BNCT, 10B is added to a tumor-targeting
drug as part of the molecule/compound. The drug
is then administered to the patient, followed by
an irradiation of the cancerous area with the epi-
thermal neutron beam. These neutrons get cap-
tured by 10B and the nuclear reaction:
10B + n→ 11B∗ → 7Li∗ + α→ 7Li + γ
occurs. The therapeutical effective process is in-
duced by the linear energy transfer of the α-particle
within the radius of one cell, which will effectively
destroy the cancerous cell.
A key requirement of BNCT is 10B dosimetry,
i.e. the determination of the 10B concentration ratio
in the cancerous to healthy tissues, as well as mon-
itoring this concentration ratio during the treat-
ment. For a successful irradiation session, a ratio
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Figure 5: Preliminary results of the irradiation of the CdTe pixel detector prototype. (5a) Spectra of calibration sources, (5b)
energy calibration using characteristic emissions of the calibration sources and (5c) the pixel cluster size of the reconstructed
single photon events versus the energy.
of 3.5:1 of the tumours versus healthy tissue is es-
sential [15]. The determination of this ratio within
a patient is currently based on blood measurements
from patients prior to their treatments and exten-
sive computational simulations.
PC detectors as proposed in this study, could pro-
vide this ratio in real time and during treatment.
Furthermore, a BNCT-SPECT (BNCT- single pho-
ton emission computed tomography) like system
based on PC detectors could further provide the
spatial distribution of the 10B within the patient.
This allows to image the tumour irradiation in three
dimension and calculate or correct the predeter-
mined patient dose based on the extracted 10B con-
centration.
Such a detector system that enables treatment
monitoring, is one of the last missing pieces for
BNCT to become an accepted alternative radiation
therapy [16]. BNCT-SPECT imaging can be done
using the prompt gamma photons from the relax-
ation of the 7Li∗ atom at 478 keV, or by measuring
the scattered neutrons that reach the detector [17].
If the target is to measure the 478 keV photons di-
rectly, then the main challenge is to extract this
signal from the measured background, i.e., the neu-
tron induced background. Alternatively, this neu-
tron background can be defined as a signal, which
is inversely dependent on the signal coming from
the boron neutron reaction, as shown in [17]. In
this case the scattered neutrons can be detected di-
rectly by neutron capture of cadmium (113Cd) that
is part of the CdTe, or CdZnTe sensor, through the
nuclear reaction:
113Cd + n→114 Cd∗ →114 Cd + γ
The accompanying prompt gamma photon from
the de-relaxation process of the 114Cd∗ has an en-
ergy of 558 keV. However, this signal is substan-
tially larger, as more neutrons scatter towards the
detector, then the boron neutron capture reactions
occur. Thus, it is easier to measure the neutron
signal.
Despite the technical challenges of construct-
ing a PC detector that has a sufficiently high en-
ergy resolution to distinguish between the 478 keV
and the 558 keV prompt gammas, another practi-
cal problem arises to determine and image the 10B
distribution within the patient.
In order to perform a SPECT like image recon-
struction and measure the 10B dose, anti-scatter
grids (ASG) are needed to increase image contrast.
Otherwise the 478 keV photons originating from the
boron neutron capture (BNC) reaction cannot be
distinguished from the strong gamma and neutron
background present during the therapy [19, 18].
This requires heavy collimators, which reduce the
BNC signal further and induce additional patient
dose through generation of secondary radiation that
is generated within the collimator structure. In case
of neutron imaging, no feasible solution exists to
realise an anti-scatter grid without increasing the
patient dose as well.
One approach to solve this problem is to transfer
the contrast enhancement from the physical ASG
to the off-line image reconstruction algorithms.
Let us suppose that we have successfully mea-
sured scattered neutrons from the irradiation of the
sample with our PC detector array. In this partic-
ular case, only limited angle measurement data is
recorded in the detector [20]
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Figure 6: Simulation results illustrating the capabilities of the developed reconstruction algorithm. (6a) object with enclosed
boron, (6b) the data sets (sinogram) formed by the posterior distribution (eq. (3)), (6c) standard filtered back projection
method and (6d) the FBP reconstruction from data sets (eq. (3)).
We are interested in estimating the radiotracer
activity xb corresponding to the concentration of
Boron inside the sample [21, 22]. Let us denote
the measured data for each pixel in the detector
array as the vector y. The effect of scattering in
the process can be accounted for by modelling the
measurements y as noisy function of an ideal mea-
surement yb that would be obtained if there was no
scattering [23, §5.4].
There are many ways to model the scattering pro-
cess [24, 25], however, at this stage we use the fol-
lowing simple statistical model
p(y | yb) = N (y | Syb,C), (1)
where S is a linear operator that approximates the
scattering process, and C is the covariance of a
Gaussian noise process modelling the stochastic ef-
fects and noises. The ideal measurement can be
modelled as follows:
yb = I0Axb, (2)
where I0 is the total number of measured events
(e.g. photons, or neutrons), A the noise-free tomo-
graphic measurement matrix, and xb is the boron
density. In our approach, the scattering operator S
is estimated empirically from the data, and it is
varies from a measurement type to another.
Given the scattering model, the posterior distri-
bution for yb has the following form:
p(yb | y) ∝ p(y | yb)p(yb), (3)
where p(yb) is prior distribution for the signal.
After obtaining an estimate of yb from above we
can then use the standard Filtered Back Projection
(FBP) method to reconstruct the boron density xb.
Although this model has limitations, its advantage
is that the reconstruction algorithm remains very
fast as an explicitly inverse problems solver [26, 27]
is not needed. However, the accuracy of the ap-
proximation might be limited.
Results are presented in Figure 6. On the left in
Figure 6a the modelled phantom with boron inclu-
sion is shown. The data sets formed by the poste-
rior distribution (eq. (3)) is shown in Figure 6b and
the result of applying the standard Filtered Back
Projection (FBP) method is shown in Figure 6c.
The result of applying FBP method to the data
(Figure 6b) is shown in Figure 6d. Without doubts
one can see the superior performance of the proba-
bilistic approach combining with FBP compared to
standard FBP in case no anti-scatter grid is avail-
able. This image reconstruction method is expected
to work for both, neutron and photon based data.
7. Conclusions and outlook
We have successfully constructed prototypes of
a PC pixel detector based on CdTe sensors and
the PSI46digV2.1-r ROC. First results show that
we can successfully resolve prominent photo-peaks
from the characteristic emissions of the calibration
sources 241Am and 133Ba. However, further studies
of the detector and fine adjustments of the DAQ are
needed to achieve good acceptance and efficiencies
for the desired energy range up to 600 keV and suf-
ficient energy resolution. It is planned to also fabri-
cate CdTe based sensors of 2mm thickness for bet-
ter absorption efficiency for high energetic gamma
photons.
As the development of the SPECT image recon-
struction is already advanced, our emphasis is to
prepare a test for our detectors at the local BNCT
facility of the Helsinki University hospital, that is
currently under commissioning.
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